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1.  Background 

Remotely  operated  switches  are  constructed  to  use  liquids,  gas,  light,  elec¬ 
tromagnetic  (EM)  radiation  or  soxmd  as  the  control  link.  All  these  switches 
use  pressure,  above  and/ or  below  ambient,  as  the  switching  signal:  fluid, 
radiation,  or  soxmd  pressure.  Remote  switching  is  commonly  used  to  ener¬ 
gize  systems  imder  test  where  the  test  volume  and  instrumentation  com¬ 
mand  and  control  are  physically  isolated. 

During  the  testing  of  a  battery-operated  system's  response  to  an  EM 
stimulus  (such  as  EM  interference  studies,  radiated  susceptibility  studies, 
etc),  the  system's  power  is  turned  on  and  off  remotely,  to  conserve  battery 
charge.  Remote  switching  often  requires  modification  of  the  system's 
original  power  supply  with  at  least  a  switch  and  a  remote-control  receiver. 
The  size  and  configuration  of  such  a  modification  are  of  concern,  but  more 
so  is  the  effect  of  this  modification  on  the  system's  EM  coupling 
characteristics. 

Differences  in  systems  to  be  tested  often  require  specialized  remote-switch 
design  to  accommodate  size,  weight,  and  power  requirements  of  the  sys¬ 
tem.  Therefore,  the  remote  switch  must  be  easy  to  modify  or  cost  effective 
to  reproduce. 

Today's  switches  are  wholly  or  partially  inadequate  for  EM  testing.  Rede¬ 
signing,  modifying,  or  producing  this  type  of  switch  is  often  expensive; 
furthermore,  the  switch  often  has  a  high  metallic  content.  These  switches 
often  require  expensive  support  hardware,  e.g.,  the  remote  transmitter,  re¬ 
ceiver,  or  communication  link.  Switches  controlled  by  a  radio  frequency 
(rf)  control  link  are  not  compatible  with  EM  testing  because  of  interference. 
Hard-wired  switches  are  not  adequate  since  the  metallic  wires  can  corrupt 
the  EM  coupling  characteristics  of  the  system  to  which  they  are  attached. 
Fiber-optic /light-controlled  switches  are  compatible  with  EM  testing; 
however,  an  electronic  transmitter,  receiver,  and  fiber  link  are  required 
and  must  be  designed  for  each  system's  power  requirements.  The  fiber¬ 
optic  receiver  embedded  in  the  test  system  adds  some  metal  to  the  system, 
in  addition  to  that  in  the  electrical  switch,  and  can  be  susceptible  to  the  EM 
test  fields  and  therefore  unable  to  function  properly.  Liquid-pressure 
switches  are  compatible  if  the  liquid  is  nonconductive;  however,  complica¬ 
tions  of  leakage  are  an  unacceptable  risk.  Air-operated  pressure  switches 
can  be  quite  compatible  with  EM  testing;  however,  to  date  air-operated 
switches  have  been  rather  large  and  made  of  metallic  components  or 
casings. 

Some  switches  may  be  difficult  to  convert  to  different  electrical  switch 
types,  e.g.,  single-pole  double  throw,  double-pole  double  throw,  etc.  In 
fact,  many  available  switches  are  switch  designs  tiiemselves  and  not  modi¬ 
fications  of  existing  off-the-shelf  switches. 
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2.  Introduction 


The  switch  adaptation  described  here  was  specifically  developed  to  re¬ 
motely  switch  battery-operated  systems  that  are  to  imdergo  EM-suscepti- 
bQity  testing.  Over  the  years,  many  t5qjes  of  remote  switching  have  been 
used  that  range  widely  in  cost  and  complexity.  The  switches  are  not  in¬ 
tended  as  end  items  and  are  usually  removed  following  the  susceptibility 
tests.  Also,  a  remote  switch  designed  for  one  system  may  not  be  adequate 
for  another  system  because  of  different  power  requirements,  size,  configu¬ 
ration,  and  so  forth. 

The  goal  of  the  present  adaptation  was  to  develop  an  inexpensive,  electro- 
magnetically  transparent  remote-control  switch  ^at  could  be  easily  modi¬ 
fied  and  used  in  a  wide  range  of  systems.  Since  most  test  facilities  have 
compressed  air  drops  (pressure  source),  air  lines  (control  link),  and  regula¬ 
tors  at  or  near  their  instrumentation  control  room,  air-operated  switches 
are  portable  and  inexpensive.  The  task,  then,  was  to  design  a  nonmetallic 
air-pressure  receiver  and  couple  the  receiver  to  off-the-shelf  electrical 
switches. 

Although  the  adaptation  described  is  simple,  it  allows  for  remote  switch¬ 
ing  of  experimental  test  systems  with  near  zero<ost,  maximum  EM  com¬ 
patibility,  and  maximum  configurational  flexibility. 


3.  Discussion 

The  switch  design  has  an  electromagnetically  transparent  housing  rigidly 
mounted  on  an  electrical  switch.  An  electromagnetically  transparent 
nipple  is  then  rigidly  attached  to  the  housing  near  tiie  switch's  mechanical 
actuator  at  one  end  and  accepts  a  fluidic  conduit  at  the  opposite  end.  Lo¬ 
cated  between  this  housing  and  nipple  connection,  an  electromagnetically 
transparent  flexible  diaphragm  is  ^ed  and  sealed  to  the  nipple  so  that,  to¬ 
gether,  the  nipple  and  diaphragm  form  a  fluid-tight  reservoir.  As  fluidic 
pressure,  preferably  supplied  by  a  compressed-air  source,  is  applied  to  the 
nipple  via  a  fluidic  conduit,  the  diaphragm  will  expand  under  pressure, 
exerting  pressure  on  the  electrical  switch's  actuator.  Given  sufficient  flu¬ 
idic  pressure,  the  electrical  switch's  contacts  will  then  switch  states. 


4.  Detailed  Description 

Figure  1  shows  the  adaptation  in  its  simplest,  least  expensive  construction. 
A  housing  made  of  a  PVC  tube  (3/8  in.  I.D.,  1/2  in.  O.D.)  is  shown 
moimted  on  a  momentary  push-button  electrical  microswitch.  The  hous¬ 
ing  can  be  mounted  with  a  nylon  bolt  and  nut  or  with  adhesive  or  other 
suitable  means.  The  nipple,  a  PVC  tube  (1/4  in.  I.D.,  3/8  in.  O.D.),  is  fitted 
inside  the  housing,  positioned  directly  in  line  with  the  switch's  mechanical 
actuator.  A  flexible  diaphragm,  the  fingertip  of  a  latex  glove,  is  positioned 
and  pressure-fitted  between  the  inside  walls  of  the  housing  and  the  out- 


6 


side  wall  of  the  nipple.  The  nipple  can  be  affixed  to  the  housing  with  a 
bead  of  adhesive  around  the  housing /nipple  seam.  A  flat  plate  is  placed 
between  the  diaphragm  and  the  switch's  actuator  within  the  housing.  The 
plate  helps  to  distribute  the  leading  edge  of  the  expanding  diaphragm  and 
prevent  pinching.  The  pressure  plate  can  be  cut  from  a  sheet  of  Plexiglas™, 
plastic,  or  other  suitable  dielectric.  The  portion  of  the  nipple  that  protrudes 
from  the  housing  accepts  a  fluidic  conduit  (air  line  and  hose  clamp),  which 
transfers  fluidic  pressure  to  the  interior  of  the  nipple. 

Figure  2  shows  a  variation  where  the  nipple  is  arranged  at  90°  to  the  hous¬ 
ing.  This  design  is  slightly  more  compact  than  that  in  figure  1,  but  it  re¬ 
quires  higher  fluidic  input  pressure  to  operate.  Figure  3  is  a  variation 
where  a  spring  located  between  the  switch  body  and  the  pressure  plate  can 
be  used  to  adjust  the  operating  fluidic  pressure. 

Figures  4  and  5  depict  stronger  and  more  durable,  but  costlier,  variations 
in  which  the  housing  is  machined  from  rigid  square  stock  such  as 
Plexiglas™,  acrylic,  or  any  suitable  plastic. 


Figure  1.  Zero-cost 
PVC  adaptation. 
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Figure  2. 90°  variation 
of  PVC  adaptation. 
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Figure  3.  Spring- 
biased  variation. 
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Figure  5.  Bolt-on 
nipple  variation. 
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5.  Performance 

Repeated  cycling  tests  of  the  first  prototype  constructed  (fig.  1)  show  that 
the  switch  operates  reliably  with  turn-on  pressure  of  >8  psi  and  turn-off 
pressure  of  <4  psi.  The  second  prototype  (fig.  2)  operated  reliably  at  >34 
psi  (tum-on)  and  <23  psi  (turn-off).  The  switches  experienced  significant 
chatter  between  on  and  off  pressures.  Because  of  this  chatter,  the  switches 
should  be  operated  digitally  (off/ on)  rather  than  allowing  prolonged  in¬ 
put  pressures  between  the  on/ off  pressures. 

The  adaptations  disclosed  here  are  constructed  rather  crudely;  therefore, 
each  switch  must  be  characterized  for  operating  pressure  before  being  im¬ 
planted  in  a  system.  To  duplicate  switches  in  quantity,  one  could  use  the 
spring-biased  variation  of  figure  3  to  produce  switches  with  the  desired 
operating  pressure.  A  spring  can  be  chosen  for  each  switch  so  that  com¬ 
mon  operating  pressures  are  achieved.  Alternatively,  if  the  travel  distance 
of  the  pressure  plate  is  changed,  the  fluidic  force  (pressure)  required  to 
compress  the  spring  and  engage  the  switch  can  be  varied. 


6.  Conclusion 

A  reliable  adaptation  of  electric  switches  for  remote  fluidic  control  has 
been  demonstrated.  Any  electric  switch  may  be  adapted  to  fluidic  control 
through  the  addition  of  dielectric  materials.  A  switch  can  be  configured 
from  PVC  for  near-zero  cost.  The  adaptation  may  be  applied  to  any  switch 
type  and  can  be  adjusted  for  shape,  size,  and  configurational  variations. 
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The  switches  are  ideal  for  experimental  use,  such  as  powering  battery- 
operated  systems  or  instrumentation  for  EM-interference  studies. 

Preliminary  cycling  tests  performed  on  two  switches  indicate  that  this  type 
of  switch  is  reliable.  However,  comprehensive  switch  life  tests  have  not  yet 
been  performed  and  would  be  required  before  production. 
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